The aim of this study is to improve the image quality using a post process rather than a correction process at acquisition time. We used a smoothing filter that is widely used on a compact digital camera. Especially for nuclear medicine, when we use a short acquisition time, we will get images that have a large increase in statistical noise. For those images, we validated the efficiency of the smoothing filter by assessing two characteristic parameters. In addition, we defined the best smoothing filter parameters to get stable images that reduced the influence of statistical noise.
Count rate in each case is used in this study. 
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